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Plasmonic nanoparticles show great potential for molecular-targeted photoacoustic (PA) imaging. To
maximise light absorption, the gold nanorods (AuNRs) are illuminated at their surface plasmon resonance
(SPR), which for biomedical application is typically in the ’optical window’ of 700-900nm. For AuNRs,
one of the main factors that determines the SPR is their aspect ratio. Since it is possible to have a similar
aspect ratio, but different size of the particle the choice of particle could have a critical effect on a number
of factors, such as, photoacoustic emissions, cell toxicity and therapeutic efficacy. For example, a particular
sized AuNR may produce a higher PA response, for an equivalent laser fluence, but be more toxic to cell
populations. In this study, the PA response of AuNRs with four different volumes but similar aspect ratios
(˜4) are compared. A linear relationship between incident laser fluence and PA amplitude is shown and
results indicate that AuNRs with larger volumes produce stronger PA emissions. In-vitro cell studies were
performed on a lung cancer cell line to assess the cell toxicity of the different sized AuNRs via a colourmetric
assay.
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Name Width Length Aspect Ratio SPR
Au10 9.9 ± 1.1 nm 39.7 ± 5.4 nm 3.98 ± 0.51 811 ± 2 nm
Au25 23.2 ± 2.6 nm 85.6 ± 9.8 nm 3.73 ± 0.63 803 ± 2 nm
Au40 39.8 ± 4.1 nm 122.5 ± 13.8 nm 3.10 ± 0.35 790 ± 2 nm
Au50 42.2 ± 4.6 nm 142.0 ± 17.0 nm 3.38 ± 0.41 841 ± 2 nm
Table 1: Size distributions and SPRs of the AuNRs used in the study, determined by TEM analysis and
spectrophotometry respectively. The uncertainty of measurement is the standard deviation of the sample.
1. INTRODUCTION
Gold nanorods (AuNRs) possess particular characteristics that enable them to be used in biomedical ap-
plications such as photoacoustics (PA) and photothermal therapy.1 Examples of these remarkable properties
include tuneable surface plasmon resonances (SPRs),2 potential for functionalisation,3,4 relative biocompat-
ibility5,6 (partly due to gold being chemically inert), and high colloidal stability.7,8 By altering the aspect
ratio of the AuNRs, their peak SPR can be tuned to absorb strongly in the near-infrared wavelength range
- a region known as the ’biological window’ since reduced optical absorption in biological tissues is ob-
served.9,10 Considering that the AuNRs can be many different sizes while maintaining a similar aspect ratio
(and therefore SPR), the size of the AuNRs may have an affect on a number of areas related to how they
are used. For example, in photoacoustic imaging, the size of AuNRs may significantly impact on the optoa-
coustic conversion efficacy which will in turn affect the final outcome. There may also be other important
size-dependent relationships, such as energy thresholds for melting and reshaping, and AuNR toxicity to
cell populations, both of which are crucial aspects to consider if AuNRs are to be used clinically.11 For
instance, if a certain laser fluence was required to generate a sufficient PA response but the AuNRs being
employed were susceptible to melting at these fluences, then they may melt before the desired outcome has
been achieved. The aim of this study is to measure and evaluate the effects that AuNR size has on a number
of important factors relating to PA imaging, namely their PA emission amplitudes, melting and reshaping
fluence thresholds, toxicity to cell populations, and cellular uptake.
2. MATERIALS AND METHODS
A. GOLD NANORODS
Citrate-capped AuNRs with certified widths of 10 nm, 25 nm, 40 nm, and 50 nm, and similar SPRs were
purchased (A12, Nanopartz, USA) to be the source of the photoacoustic signals. This enabled a comparison
to be made between the different sized AuNRs and their corresponding PA signals, melting and reshaping
thresholds, cell toxicity, and cellular uptake, while maintaining similar aspect ratios. For clarity, the AuNRs
will be named Au10, Au25, Au40, and Au50, where the number refers to the certified width of the AuNRs.
Transmission electron microscope (TecnaiTM TF20, FEI, USA) images were taken (200 kV accelerating
voltage) and analysed to determine the size distributions of the AuNRs, and spectrophotometry was used to
establish the peak SPR of each AuNR size (shown in Table 1). The normalised absorbance spectra of each
AuNR size is shown in Fig. 1a.
B. PHOTOACOUSTICS
The experimental setup for the detection of PA signals from the AuNRs is shown in Fig. 2. A pulsed
tuneable laser system (SureliteTMOPO Plus, Continuum R©, USA) was used to generate a PA response from
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Figure 1: (a) Normalised absorbance spectra of the Au10s, Au25s, Au40s, and Au50s, displaying peak
surface plasmon resonance at 811 ± 2 nm, 803 ± 2 nm, 790 ± 2 nm, and 841 ± 2 nm, respectively. (b)
Transmission electron microscope images of Au10 (top-left), Au25 (top-right), Au40 (bottom-left), and
Au50 (bottom-right). Scale bar = 100 nm
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Figure 2: Experimental setup used to detect the photoacoustic response of AuNRs.
the AuNRs operating at 10Hz with a pulse width of 7 ns and spot size of 5mm at the target region. The PA
signals were detected using a focussed 1MHz single-element transducer (V303, Olympus, UK), aligned
to the centre of the absorbing region. The signals were recorded with a data acquisition (DAQ) card
(M4i.4420x8, Spectrum, Germany) after being subject to 40 dB amplification via a pre-amplifier (SPA.1411,
Spectrum, Germany).
For each set of photoacoustic measurements, a suspension of AuNRs was made to the desired concen-
tration by diluting the original stock solution with deionised water. The new AuNR suspension was then
agitated in an ultrasound bath for 15min to reduce aggregation and ensure a uniform distribution of AuNRs
before being placed inside a small plastic container (Eppendorf, Germany) for PA signal measurements. The
laser wavelength was tuned to the exact SPR of each AuNR type (Table 1), measured via spectrophotometry
(Fig. 1a), to maximise the optical absorption exhibited by the AuNRs. As a consequence of this, the energy
of 100 laser pulses was measured at each wavelength studied, and the laser output was adjusted to ensure
that equivalent laser fluences were used across all AuNRs.
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Figure 3: Photoacoustic amplitude of each sized AuNR as a function of incident laser fluence.
The PA signal emitted by each AuNR type was recorded across a range of incident laser fluences from
approximately 1− 40mJ cm−2 in steps equivalent to 4% of the highest fluence studied. The AuNRs were
exposed to 20 laser pulses at each laser fluence, and the subsequent PA signals were recorded and averaged
to obtain a single PA measurement. It was decided that 20 laser pulses were required to account for the small
fluctuations in the laser output energy and also to increase the signal-to-noise ratio of the waveforms. The
whole process was repeated three times on fresh samples for reproducibility. In addition, PA signals were
also recorded from the container (filled with DI-water instead of AuNRs) and also while the laser was firing
but with the shutter closed (i.e. no light was incident on the target). These signals were recorded under the
exact same conditions as the AuNRs.
To calculate the PA signal amplitude, the recorded signals were first windowed to a 7 µs region. A
Hilbert transform was then applied to the shortened signal and the amplitude was calculated by integrating
across the envelope of the signal. To account for effects of the container, the PA amplitude of the signal
that was recorded with a water-filled container was removed from the original AuNR PA amplitude to
obtain a corrected value. The three sets of repeat data on fresh samples were averaged to obtain a single PA
amplitude and the standard error of the mean was calculated. A baseline noise amplitude was also calculated
for reference.
C. GOLD NANOROD TOXICITY & CELLULAR UPTAKE
The toxicity of the four AuNR sizes to a non-small cell lung cancer cell line (A549, ATCC, UK) was
investigated via a 72 h MTT (3-[4,5-dimethylthiazol-2-yl]-2,5 diphenyl tetrazolium bromide) colorimet-
ric assay. The lung cancer cells were cultured in DMEM (Dulbecco’s Modified Eagle Medium) medium
supplemented with 10% FBS (Fetal Bovine Serum) until they reached 80% confluency. A 96-well plate
was seeded with 1× 103 cells per well and incubated for 24 h before each type of AuNRs was added at a
maximum concentration of 3× 1010NPml−1 with each subsequent column receiving a 1:3 series dilution.
Following 72 h incubation, the AuNR-medium in each well was replaced with an MTT-medium solution
at a concentration of 500 µgml−1 and further incubated for 3 h to allow any active cells to metabolise the
MTT. Finally, the MTT-medium solution was removed from each well, and the plate was wrapped in foil
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Figure 4: Transmission electron microscope images of all AuNR sizes after 20 laser pulses with a fluence
of 11mJ cm−2 (top row), 20mJ cm−2 (middle row), and 40mJ cm−2 (bottom row).
and stored at approximately 4 ◦C, ready for the absorbance to be measured with a plate reader (Mithras LB
940, Berthold Technologies, Germany) at a further date.
To calculate the cell viability as a function of AuNR concentration, the absorbance values from each
well of the 96-well plate were averaged per column and the background absorbance value (with cells only)
was subtracted to obtain a corrected value. The cell viability was finally calculated by the ratio of mean
absorbance of the sample with respect to mean absorbance of the control group (cells with Dulbecco’s
Phosphate-Buffered Saline (DPBS) only). This method was repeated three times on fresh samples to enable
a mean cell viability to be determined.
Dark-field microscopy was used to provide an indication of the size-dependent cellular uptake of AuNRs.
The A549 cells were plated onto 22 × 22mm glass coverslips at a density of 1× 105well−1 and incu-
bated for two days before replacing the medium with an AuNR-medium solution at a concentration of
1× 1011NPml−1. After a further 4 h incubation, the medium containing AuNRs was removed from each
well, and the coverslips were washed twice with DPBS. A 4% paraformaldehyde/DPBS solution was then
added to the wells to allow the cells to fix to the coverslip, and after a 10min period at room temperature,
the coverslips were washed twice with DPBS ready for imaging. Both the bright and dark-field images were
taken with an optical microscope (Nikon Eclipse Ti-E, Nikon UK Ltd, UK) at 100x magnification.
3. RESULTS AND DISCUSSION
The relationship between incident laser fluence and PA emission amplitude for all four AuNR types
is shown in Fig. 3. The data clearly show a relationship between AuNR size and PA amplitude, where
the larger AuNRs display a significantly larger PA response compared with the smaller AuNRs. Although
difficult to see for the Au10s, at relatively low fluences all four AuNR types exhibit a linear PA response with
respect to incident fluence, as expected. However, the maximum PA amplitude displayed by the different
sized AuNRs varies considerably. The Au50s produced the largest photoacoustic response, at the respective
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Figure 5: Normalised absorbance spectra of all AuNR sizes after 20 laser pulses with a fluence of
11mJ cm−2 (left), 20mJ cm−2 (middle), and 40mJ cm−2 (right).
laser fluence, with a maximum PA amplitude that is more than a factor of 38 times larger than that of the
Au10s, and more than 5 times larger than that of the Au25s. The quoted PA amplitudes are at their respective
fluence levels and not at an equivalent fluence level, however this is justified since the laser parameters would
be optimised to match that of the AuNRs being utilised in a real-world environment. It is also worth noting
here that all the quoted fluence levels are well below the maximum permissible exposure for skin of a single
laser pulse at 810 nm (approximately 33mJ cm−2).
It is clear from the data that the different sized AuNRs begin to lose their linear PA relationship at
different points, and this loss of linearity potentially indicates the melting or reshaping of the AuNRs since
this would cause a significant reduction in their absorbance. Interestingly, the Au25s are the first to lose
linearity at approximately 7±1.9mJ cm−2, followed by the Au10s at 12−14±2mJ cm−2, and finally the
Au40s and Au50s both become non-linear around 14−16±2.2mJ cm−2. Statistical significance (p< 0.05)
was established for all quoted fluence levels. To test the hypothesis that the reduction in PA amplitude at
higher fluences was due to melting, TEM images and absorbance spectra were taken on fresh samples of
AuNRs at key fluences along the curve: 11mJ cm−2, 20mJ cm−2, and 40mJ cm−2, shown in Fig. 4 and 5.
After 20 laser pulses at 11mJ cm−2, the Au25s show a significant reduction in the peak absorbance, and the
TEM images show that a large percentage of AuNRs have indeed melted and reshaped. The rest do not
display any significant reduction at this fluence. When the fluence is increased to 20mJ cm−2, the Au25s,
Au40s, and Au50s all display a considerable reduction in absorbance at their longitudinal SPR band, with
the Au25s exhibiting a large ’hole’ in their absorbance spectrum. Surprisingly, the Au10s appear to remain
relatively stable as the absorbance shows little decline. Again, the TEM images confirm these findings,
where the smallest AuNRs show little melting, and the other three sizes demonstrate a large proportion
of AuNRs having reshaped into spheres. Finally, at a fluence of 40mJ cm−2, all four AuNR sizes display
a major recession in their longitudinal SPR, however the Au10s still retain almost half of their original
absorbance. The melting resistance of the Au10s may be explained by their heightened thermal coupling to
the surrounding medium resulting in rapid cooling of the AuNRs and therefore not melting into complete
spheres. The TEM images support this hypothesis since a large number of the AuNRs appear to be elliptical
or φ−shaped. In addition to the reduction in the longitudinal SPR band of all four AuNR sizes, there is also
an increase in the latitudinal SPR band, as the laser fluence is increased (as can be seen in Fig. 5). This is due
to the melting of the rod-shaped gold particles into spherical particles, which have a single plasmon band at
532 nm. The Au10s are the only AuNRs not to display any significant change in the 532 nm band, and this
supports the previous idea that the AuNRs are not melting fully into spheres, and are instead forming into
imperfect spheres and other non-spherical shapes.
While the size-dependent PA relationship of the AuNRs is important to understand, consideration must
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Figure 6: Percentage cell viability of a lung cancer cell line incubated with four different sized AuNRs,
measured across a range of concentrations (1:3 series dilution) with a maximum concentration of
3 × 1010NPml−1, as determined by a 72 h MTT assay.
Au50 Au40 Au25 Au10 Control
Figure 7: Bright- and Dark-field microscopy images of a lung cancer cell line incubated with four differ-
ent sized AuNRs at a concentration of 1 × 1011NPml−1.
also be made with regards to their cytotoxicity. If a certain sized AuNR produces an optimal PA response
but is highly toxic to cell populations, then it may not be the best choice of particle. Thus, the toxicity of
the four different sized AuNRs to a non-small cell lung cancer cell line (A549) was studied. The results
of the MTT assay are shown in Fig. 6, where a size-dependent relationship is evident. The cell viability
of the two smaller AuNRs (Au10s and Au25s) remained high across all concentrations studied, indicating
no significant toxicity, however the Au40s and Au50s displayed considerable toxicity at the higher con-
centrations. A four-parameter logistic regression curve was fitted to the data for the two larger AuNRs
(Au40s and Au50s) to determine an LD50 value
12 - a value that indicates the required concentration of a
substance that results in 50% cell death. The Au40s and Au50s exhibited an LD50 = 6.6× 10
10
NPml
−1
and LD50 = 7.3× 10
9
NPml
−1, respectively.
In addition to understanding toxicity, the cellular uptake of the AuNRs was investigated using dark-
field microscopy. Figure 7 shows bright- and dark-field microscopy images of the same lung cancer cell
line, incubated with AuNRs. The images suggest that the AuNRs are distributed in the cytoplasm of the
cells, instead of randomly or evenly distributed (which would be the case of non-specific adhesion). It also
appears that the larger AuNRs have been taken up more preferentially than the smaller AuNRs, since a
stronger signal is observed from the larger AuNRs. This increase in AuNR uptake may also explain the
higher toxicity levels exhibited by the larger AuNRs.
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4. CONCLUSIONS
The size of the AuNRs that are utilised for use in biomedical applications has a substantial effect on
a large number of parameters, such as photoacoustic amplitude, reshaping fluence thresholds, and cellular
toxicity and uptake; and if they are to be used in the clinical setting, understanding these size-dependent
effects is crucial to their development. It is suggested that there may be an optimal sized AuNR for use in
PA imaging. Larger AuNRs were shown to produce stronger PA emission amplitudes but also exhibited the
greatest cellular toxicity and uptake. Conversely, the smaller AuNRs produced the weakest PA emissions
but were the least toxic to the lung cancer cell line, and the smallest of the four AuNRs studied (Au10s)
indicated the highest photostability.
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